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" The Fast-HRGC method allows chromatograph analysis of 8 min for gasoline.
" The method provides a good resolution between benzene and 1-methylcyclopentene.
" The method developed allows the quantiﬁcation of benzene in gasoline.a r t i c l e i n f o
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Gasoline is a very complex mixture of hundreds different components and, from a toxicological point of
view, benzene is the most hazardous one. Some of the methods recommended present many drawbacks,
such as time-consuming. Thus, the need to develop fast methods for routine analysis of benzene is fun-
damental to the quality control of gasoline. Therefore, the present work compared two different capillary
columns to develop a new method for routine analysis of benzene in gasoline by HRGC–FID. The quan-
titative analysis was carried out using external standard from 0.1%, 0.5%, 1.0%, 1.5% to 2.0% (v/v) of ben-
zene in ethanol and in spiked gasoline. The results show that, using Fast-HRGC, it is possible to separate
benzene and other 245 compounds found in gasoline in analysis time of 8 min with high accuracy.
 2012 Elsevier Ltd. Open access under the Elsevier OA license.1. Introduction
Gasoline is a complex mixture containing hundreds of com-
pounds, mainly parafﬁnic, naphthenic, oleﬁnic and aromatic
hydrocarbons, with carbon numbers typically within the range
from 4 to 12 [1,2].
Due to the new requirements in the quality control of fuels in
recent years, the maximum tolerated concentration of some hydro-
carbons has been limited, mainly aromatic and oleﬁnic com-
pounds, [3,4]. Among these, the reduction in the benzene level
appears with prominence due to environmental reasons. From a
toxicological point of view, benzene is an extremely hazardous
component, once it is considered as a conﬁrmed human carcinogen
by several organizations, such as the International Agency Re-
search of Cancer (IARC) and the American Conference of Govern-
mental Industrial Hygienists (ACGIHs) [1,2,4–9]. The presence of
benzene in the air is considerably attributed to motor vehicle ex-
hausts [4]. Thus, in the last years, some countries have created laws
to reduce and to regulate the levels of benzene in gasoline [2]. The
countries of the European Community, USA, Japan, Brazil andiosi Filho).
er OA license.others have established in 1% (v/v) the maximum tolerated level
of benzene in automotive gasoline [1–6].
In recent years, analytical techniques for benzene have been ad-
vanced signiﬁcantly, and development continues. Modern technol-
ogies include gas chromatography (GC), comprehensive two-
dimensional gas chromatography (GCGC), high performance
liquid chromatography (HPLC), mass spectrometry (MS), infrared
(IR), ultraviolet (UV), and ﬂuorescence spectroscopy, and combined
techniques, such as GC–MS and GC–Fourier transform infrared
(GC–FTIR). Among these techniques, capillary GC with ﬂame ioni-
zation detection (FID) and capillary GC–MS are the most important
and used for analysis of benzene in gasoline [1–3,10–13].
The selection of stationary liquid phase plays a vital role for
achieving a particular separation in capillary columns. The station-
ary phases usually used for analysis of benzene in gasoline are
polymethylsiloxane, TCEP [1,2,3-Tris(2-cyano ethoxy) propane]
and cyanosilicones [1,3]. Pavlova and Ivanova [1] developed a
method comparing two different capillary columns, PONA (poly-
methylsiloxane) and TCEP, for quantitative determination of ben-
zene in gasoline by GC–FID. According to the authors, the success
of GC–FID with the PONA column depends on the composition of
the gasoline samples and it is not appropriate for routine analysis.






166 R.R. Bonﬁm et al. / Fuel 99 (2012) 165–169accurate measurement of benzene content in gasoline, with differ-
ent chemical composition, and with analysis time of 26 min.
The American Society for Testing and Materials (ASTMs) devel-
oped a series of test methods speciﬁcally for determination of ben-
zene in gasoline by gas chromatography: ASTM Method D3606-10
[14] for determination of benzene and toluene in ﬁnished motor
and aviation gasoline, but not applied to gasoline C. It has been
mentioned that the method is not applicable to gasolines contain-
ing methanol; ASTMMethod D5769-10 [15] describes the determi-
nation of benzene, toluene and total aromatics and total aromatics
in ﬁnished gasolines. The method involves the analysis using cap-
illary column for Fast-HRGC, however this method requires the use
of deuterated internal standards that are extremely expensive;
ASTM Method D5580-02 [16] describes the determination of ben-
zene, toluene, ethylbenzene, p/m-xylene, o-xylene, C9 and heavier
aromatics in ﬁnished gasoline. This method presents a bad chro-
matographic proﬁle, requires a pre-column and uses backﬂush sys-
tems, restricting its use and increasing the cost of the system.
Thus, the development of faster and simpler methods for rou-
tine analysis of benzene is fundamental to the quality control of
gasoline. In these sense, shorter columns with reduced column
diameter (0.15 mm ID. or less) have been used with growing pop-
ularity. In this way, these paper compared two different PONA cap-
illary columns to develop a new faster method for routine analysis












Fig. 2. Mass spectra of 1-methylcyclopentene and benzene.2. Experimental
2.1. Reagents and standard solutions
Benzene and ethanol (both 99.5% purity) were acquired from
Grupo Química Ltda and Belga Química Ltda, respectively.
2.2. Analytical curve
To external standard ﬁve calibration solution of benzene in eth-
anol were prepared using external standards from 0.1%, 0.5%, 1.0%,




















Fig. 1. Chromatogram of gasoline showing the 1-methylcyclopentenTo evaluate the effect of matrix a standard addition method was
applied spiking a sample of gasoline with benzene in the following
concentrations: 0.1%, 0.5%, 1.0%, 1.5% and 2.0% (v/v).
2.3. Samples
Gasoline standard sample was donated by REPLAN oil reﬁnery
(Brazil). Forty samples of automotive gasoline were collected from
different gas stations such as Petrobrás, Shell, Texaco, Agip,
Ipiranga, Esso, ALE and independent gas stations (‘‘white ﬂag’’).
2.4. Chromatographic conditions
A GC Agilent 6890 Gas Chromatograph was used equipped with
a split-splitless injector and a ﬂame ionization detector (FID). The
gasoline analysis was performed using two different columns. Both
columns used hydrogen as carrier gas at 40 cm/s and nitrogen was
used as make-up gas at 30 cm/s. In the HP-1 column, the injectormin0 40 50
min19
e and benzene peaks on HP-1 column for conventional HRGC.
R.R. Bonﬁm et al. / Fuel 99 (2012) 165–169 167was operated in split mode with split ratio of 100:1 for a sample
volume of 1.0 lL, and for DB-1 column, the injector was operated
in split mode with split ratio of 300:1 for a sample volume of
0.2 lL. The injector and detector temperatures were 270 C. All
the chromatograms were acquired and processed using HP
3398A CG Chemstation data analysis software.
The ﬁrst column was a HP-1 (60 m  0.25 mm I.D. coated with a
1.0 lm ﬁlm of polymethylsiloxane) for conventional HRGC. The
oven was programmed as follows: 40 C at 4 C/min to 220 C, with
an initial isothermal period of 15 min at 40 C. The total time anal-
ysis was of 60 min.
The second column was a DB-1 (20 m  0.10 mm I.D. coated
with a 0.4 lm ﬁlm of polymethylsiloxane) for Fast-HRGC. The oven
was programmed as follows: 30 C at 40 C/min to 110 C, and then































y= 249.27192x + 98.64665
r2= 0.9935
Fig. 4. Analytical curve of benzene quantiﬁcation in gasoline. (A) St3. Results and discussion
3.1. Development of methods
To develop a method for quantitative determination of benzene
in automotive gasoline, it is necessary to achieve good chromato-
graphic resolution of the benzene with regard to other compounds
present in gasoline.
Initially, a method was developed using the conventional HP-1
column with 60 m of lenght. For this purpose, the experimental
conditions – mainly oven temperature – were varied systemati-
cally to get the best possible chromatographic resolution using
column HP-1 (Fig. 1). The HP-1 column presents a regular separa-
tion of benzene and 1-methylcyclopentene and a good chromato-
graphic resolution for other compounds in automotive gasolinemin5 6 7
min2 2.02















y= 326.89255x - 2,3354 
r2= 0.9995
andard addition method; (B) External standardization method.
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(60 min) for routine analysis. Benzene and 1-methylcyclopentene
were identiﬁed by HRGC–MS (Fig. 2).
The DB-1 column for Fast-HRGC allowed a better resolution be-
tween benzene and 1-methycyclopentene than those obtained for
HP-1 column for conventional HRGC (Fig. 3). The shorter length
(20 m) and smaller internal diameter (0.10 mm) of the DB-1 col-
umn and the higher temperature rates used (40 C/min and
15 C/min) allowed a good resolution and faster analysis (8 min).
Thus, the Fast-HRGC method development using DB-1 column
was used for quantitative determination of benzene in automotive
gasoline samples purchased in gas stations in the city of Goiânia
(Brazil).
3.2. Analytical curve
The Fig. 4 shows the analytical curve obtained by standard addi-
tion method (A) and the analytical curve obtained by external stan-
dardization (B), using Fast-HRGC column (DB-1). The analytical
curves present a good correlation coefﬁcient and the repeatability
tests performed in gasoline sample showed coefﬁcients of variation
lower than 5% for each benzene concentration level.
The concentration of benzene in the same gasoline sample
determined by the analytical curve A was 0.39 ± 0.00 (% v/v) andTable 1
Benzene amounts in commercial samples of gasoline.
Gasoline sample Benzene (% v/v) Gasoline sample Benzene (% v/v)
1 0.52 ± 0.02 21 0.40 ± 0.01
2 0.44 ± 0.02 22 0.49 ± 0.02
3 0.48 ± 0.01 23 0.60 ± 0.02
4 0.30 ± 0.01 24 0.35 ± 0.01
5 0.55 ± 0.02 25 0.49 ± 0.02
6 0.48 ± 0.02 26 0.58 ± 0.02
7 0.49 ± 0.02 27 0.55 ± 0.02
8 0.55 ± 0.02 28 0.44 ± 0.02
9 0.42 ± 0.01 29 0.49 ± 0.02
10 0.36 ± 0.01 30 0.38 ± 0.02
11 0.36 ± 0.02 31 0.55 ± 0.02
12 0.32 ± 0.00 32 0.51 ± 0.02
13 0.39 ± 0.01 33 0.46 ± 0.02
14 0.38 ± 0.02 34 0.37 ± 0.02
15 0.40 ± 0.01 35 0.50 ± 0.02
16 0.32 ± 0.01 36 0.35 ± 0.01
17 0.54 ± 0.02 37 0.42 ± 0.02
18 0.36 ± 0.01 38 0.46 ± 0.01
19 0.36 ± 0.01 39 0.41 ± 0.01
20 0.36 ± 0.01 40 0.53 ± 0.02
Fig. 5. Chromatogram of gasoline showing the separation of toluedetermined by the curve B was 0.37 ± 0.00 (% v/v). These results
show that the effect of matrix is low.3.3. Analysis of commercial samples
The content of benzene was determined in forty gasoline
samples collected from different gas stations of the city of Goiânia
(Brazil). Table 1 shows the results obtained for the analysis of the
commercial gasoline samples. As it can be observed, the forty gas-
oline samples analyzed showed benzene amounts below the max-
imum level allowed by the Brazilian legislation, which is of 1% (v/v)
[6].
Pavlova and Ivanova [1] have published that the success of GC–
FID, with the PONA column with polymethylsiloxane as stationary
phase for quantiﬁcation determination of benzene in gasoline, de-
pends on the composition of the gasoline samples and it is not
appropriate for routine analysis. However, the present work
showed that DB-1 column for Fast-HRGC enables precise and accu-
rate measurement of benzene content in gasoline samples com-
mercialized in Brazil. Therefore, the stationary phase is important
in the chromatographic resolution, but the dimensions of the col-
umn are quite important as well.
Due to good chromatographic separation of benzene and others
compounds, the method developed has the potential to be used in
the evaluation of adulteration in quality control of gasoline, and
used in the quantitative determination of toluene, methylbenzene,
p/m-xylene, o-xylene (Fig. 5), C9 and heavier aromatics and total
aromatics in gasoline.4. Conclusions
This study developed a new and faster method for routine anal-
ysis of benzene in gasoline by Fast-HRGC.
Two different PONA capillary columns were compared to devel-
op the method. The HP-1 column presented a regular resolution
between benzene and 1-methylcyclopentene peaks and long
time-consuming for routine analysis.
However, the DB-1 column for Fast-HRGC enabled the separa-
tion of benzene and 1-methylcyclopentene peaks and other 245
compounds present in gasoline in 8 min analysis. The Fast-HRGC
method developed was applied in the accurate quantitative deter-
mination of benzene in Brazilian commercial samples of gasoline
and, by these reasons, it was suggested the utilization of the
Fast-HRGC method as an alternative to be used for internal quality
control or screening purposes.ne, methylbenzene, p/m-xylene and o-xylene by Fast-HRGC.
R.R. Bonﬁm et al. / Fuel 99 (2012) 165–169 169Acknowledgements
The authors would like to acknowledge CAPES and CNPq for
providing the scholarship to Ricardo R. Bonﬁm, MCT-FINEP-CTPet-
ro, and the productivity fellowship to Professor Nelson Roberto
Antoniosi Filho (Process 309832/2010-1), and FUNAPE for the
ﬁnancial support.References
[1] Pavlova A, Ivanova R. GC methods for quantitative determination of benzene in
gasoline. Acta Chromatograph 2003;13:215–25.
[2] Zoccolillo L, Alessandrelli M, Felli M. Simultaneous determination of benzene
and total aromatic fraction of gasoline by HPLC-DAD. Chromatographia
2001;54:659–63.
[3] Singh AP, Mukherji S, Tewari AK, Kalsi WR, Sarpal AS. Determination of
benzene and total aromatic in commercial gasolines using packed column
NMR techniques. Fuel 2003;82:23–33.
[4] Uemasu I, Kushiyama S. Selective separation of benzene hydrocarbon mixtures
via liquid–liquid extraction method using aqueous solutions of substituted
cyclodextrins. Fuel Process Technol 2004;85:1519–26.
[5] Kinawy AA. Impact of gasoline inhalation on some neurobehavioural
characteristics of male rats. BMC Physiol 2009;9(21):1–10.
[6] Resolution ANP 57; 20 of October 2011.[7] Torralba RE, Gayete JV, Rubio AM, Garrigues S, Guardia M. Multicommutation
fourier transform infrared determination of benzene in gasoline. Anal Chim
Acta 2004;512:215–21.
[8] Mangani G, Berloni A, Maione M. A GC–MS method for analysis of volatile
monocyclic aromatic compounds in heavy fuel oil using headspace-solid phase
microextraction. Chromatographia 2003;58:115–7.
[9] Serrano A, Gallego M. Direct screening and conﬁrmation of benzene, toluene,
ethylbenzene and xylenes in water. J Chromatograph A 2004;1045:181–8.
[10] Kokosa JM, Przyjazny A. Headspace microdrop analysis-an alternative test
method for gasoline diluent and benzene, toluene, ethylbenzene and xylenes
in used engine oils. J Chromatograph A 2003;983:205–14.
[11] Ré-Poppi N, Almeida FFP, Cardoso CAL, Raposo Jr JL, Viana LH, Silva TQ, et al.
Screening analysis of type C Brazilian gasoline by gas chromatography – ﬂame
ionization detector. Fuel 2008;88:418–23.
[12] Zorzetti BM, Harynuk JJ. Using GC  GC–FID proﬁles to estimate the age of
weathered gasoline samples. Anal Bioanal Chem 2011;401(8):2423–31.
[13] Godoy LAF, Pedroso MP, Ferreira EC, Augusto F, Poppi RJ. Prediction of the
physicochemical properties of gasoline by comprehensive two-dimensional
gas chromatography and multivariate data processing. J Chromatograph A
2011;1218:1663–7.
[14] ASTM D 3606-10. Standard test method for determination of benzene and
toluene in ﬁnished motor and aviation gasoline by gas chromatography; 2010.
[15] ASTM D 5769-10. Standard test method for determination of benzene, toluene,
and total aromatics in ﬁnished gasoline by gas chromatography/mass
spectrometry; 2010.
[16] ASTM D 5580-02 (Reapproved 2007). Standard test method for determination
of benzene, toluene, ethylbenzene, p/m-xylene, o-xylene, c9 and heavier
aromatics and total aromatics in ﬁnished gasoline by gas chromatography;
2007.
